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ABSTRACT

The repeatability and sensitivity of a
simple, adaptable, semi-quantitative, real-
time RT-PCR assay was investigated. The
assay can be easily and rapidly applied to
quantitate relative levels of any gene prod-
uct without using standards, provided that
amplification conditions are specific for the
PCR product of interest. Using the Light-
Cycler real-time PCR machine, a serial
10-fold dilution series (spanning four or-
ders of magnitude) of a 379-bp cDNA tem-
plate was amplified, and the PCR product
was detected using SYBR® Green I chem-
istry. The experiment was repeated on a
subsequent day. The experimental design
was such that the data lent itself to analysis
using an appropriate method for testing re-
peatability. It was found that, within a sin-
gle assay, for samples assayed in triplicate,
a difference of 23% may be reliably detect-
ed. Furthermore, when all of the factors
that contribute to variability in the assay
are taken into account, such as day-to-day
variation in pipetting and amplification ef-
ficiency, a 52% difference in target template
can be detected using a sample size of 4.
The assay was found to be linear over at
least four orders of magnitude.

INTRODUCTION

With the advent of sophisticated
PCR machines that incorporate soft-
ware-driven fluorescence analysis sys-
tems, real-time PCR (5) is rapidly be-
coming a more common method for the
analysis and quantification of gene ex-
pression. Indeed, the data output from
certain real-time PCR machines gives
an immediate appreciation of the kinet-
ics of the PCR occurring within the
tube and, in addition, gives an instanta-
neous visual representation of the
amount of PCR product present follow-
ing each cycle. Following a single real-

time PCR, the data extracted give the
type of information that was only previ-
ously inferable from multiple conven-
tional PCRs.

Real-time PCR data collection may
be facilitated through the use of either
the fluorescent dsDNA binding dye,
SYBR® Green I (Roche Molecular Bio-
chemicals, Mannheim, Germany) (7),
or a number of complex chemistries that
use short, fluorescent-tagged oligonu-
cleotide probes that bind within the
PCR product. The advantages and dis-
advantages of each of these detection
chemistries have been described else-
where (9); however, the use of SYBR
Green I in a real-time PCR assay per-
mits it to be easily applied to the detec-
tion of any PCR product for which reac-
tion conditions can be optimized.

Despite the obvious importance of
obtaining quantitative information re-
garding input template to a PCR, in the
vast majority of cases it is simply desir-
able to determine whether a treatment
or condition results in an increase or de-
crease in template relative to a control
sample (3). In such cases, it is sufficient
to determine the fold difference or per-
centage change in one sample relative to
another. Here, we report on a rapid,
adaptable, and high-resolution PCR as-
say for the semi-quantitative analysis of
PCR product using the LightCycler
real-time PCR instrument (Roche Mol-
ecular Biochemicals) and SYBR Green
I chemistry. The data analysis is per-
formed in such a fashion that it circum-
vents the need for a standard curve, thus
saving on reagents and allowing more
samples to be assayed in each run.

MATERIALS AND METHODS

Experimental Aims

This experiment was designed to an-
swer three questions about a semi-
quantitative real-time PCR method.
First, we wished to determine the intra-
assay variability and, hence, the mini-
mum difference that could be differen-
tiated between sets of replicate
samples. Second, we wished to deter-
mine the minimum difference between
groups of paired treated and control
samples that could be detected by this
technique, taking into account factors

such as pipetting and amplification effi-
ciency that influence both inter- and in-
tra-assay variability. Third, we wished
to determine the dynamic range over
which the machine could provide this
sensitivity and to confirm that the ma-
chine provided an accurate representa-
tion of the amount of input template
over this range.

Experimental Procedure

The PCR template used was TIMP-
1 cDNA, generated from mRNA that
had been extracted from the sclera of
the tree shrew, a South East Asian arbo-
real mammal. Primers directed against
the human sequence of TIMP-1 were
first used to generate a product. This
product was purified and sequenced; its
identity was confirmed against the
known human sequence and “nested”
species-specific primers designed
(product size 379 bp). These specific
primers were used to generate template
cDNA, which was then purified from a
single band on a gel. The cDNA was
quantified using spectrophotometry,
and a 10-fold dilution series was set up.

The amplification conditions of the
TIMP-1 template were optimized for
the LightCycler instrument and the
subsequent PCR runs showed a single
PCR product during melting curve and
electrophoretic analysis. PCR amplifi-
cations were performed using the Fast-
Start DNA Master SYBR Green I
(Roche Molecular Biochemicals) real-
time PCR kit. Primers (1 µM each), ad-
ditional magnesium chloride (final con-
centration 3 mM), and template (2 µL
of the appropriate dilution) were com-
bined with 2 µL FastStart reaction mix-
ture (containing FastStart Taq DNA
polymerase, SYBR Green I dye,
dNTPs, magnesium chloride, and reac-
tion buffer) and PCR-grade water to a
volume of 20 µL.

The reaction series consisted of six
samples from each of the neat (2.5
pg/µL) and four serial 10-fold dilutions
(30 samples in total). For the purposes
of our analysis and to ensure random-
ization of the data, it was predeter-
mined that, within each of the dilutions,
sample 1 would be compared with sam-
ple 2, sample 3 with sample 4, and
sample 5 with sample 6. Furthermore,
it was predetermined that samples 1, 2,
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and 3 would constitute a triplicate, as
would samples 4, 5, and 6. Finally, each
of the triplicates at each dilution series
was paired with one of the neat sample
triplicates, and these combinations
were allied to similar combinations in
an experiment carried out on a subse-
quent day.

A main master mixture was pro-
duced containing primers, magnesium
chloride, FastStart mixture, and water.
This main mixture was subdivided into
five separate aliquots, to which one of
the neat or 10-fold dilution series tem-
plate was added. The glass capillary re-
action tubes of the LightCycler were
loaded with 20 µL each from these
aliquots, as described above, and the
run was initiated. The cycling condi-
tions were as follows: denaturation for
10 min at 95°C; amplification for 40
cycles, with denaturation for 0 s at
95°C, annealing for 10 s at 60°C, ex-
tension for 16 s at 72°C, and detection
after 2 s at 87°C. A melting curve
analysis was performed from 65°C to
95°C. This exact experimental protocol
was repeated on a subsequent day from
newly produced master mixtures.

Data Analysis

The experiment we report here was
designed to allow data to be analyzed
using the method described by Altman
and Bland (1). This type of analysis is
one of the more stringent methods for
assessing the agreement between two
experimental methods and can also be
adapted to investigate the repeatability
of a technique.

Raw data (fluorescence vs. cycle
number) from the LightCycler was
used to enable the calculation of ampli-
fication efficiency, using GraphPad
Prism software (GraphPad Software,
San Diego, CA, USA). Data were ex-
ported as a tab-delineated text file using
the Export function in the LightCycler
software. The text file was opened as a
worksheet in Microsoft® Excel®, and
the appropriate data were copied and
pasted into a GraphPad Prism spread-
sheet. Linear regression analysis was
performed on log fluorescence data to
indicate the log linear phase of the reac-
tion and to determine the amplification
efficiency (the inverse log of the slope
in the log linear phase). To determine

intra-assay variability, crossing point
data (cycle number) from the LightCy-
cler Summary Report was entered into
an Excel spreadsheet. The crossing
point is the calculated cycle number at
which fluorescence in the reaction cuts
an arbitrary baseline (defined by fluo-
rescence noise) while the reaction is in
the log-linear phase. Predetermined
paired sample data within each experi-
ment were subtracted from each other
(sample 1 - sample 2, sample 3 - sam-
ple 4, etc.), and the differences were
plotted against the log of the sample di-
lution. Sample statistics (mean and
standard error), power, and sample size
calculations (1 - sample t-test power
calculation) were performed using
Minitab software (Minitab, State
College, PA, USA); the calculated effi-
ciency of reactions was then used to
convert the appropriate values to fold or
percentage differences using the equa-
tion F = En (F = fold difference, E =
amplification efficiency, and n = num-
ber of cycles between crossing points).

For the purposes of testing the inter-
(or total) assay variability, we consid-
ered the predetermined triplicate data
from the dilution series as “treated”
samples and the neat data as “control”
samples. Raw data were extracted from
the LightCycler and pasted into a
GraphPad Prism spreadsheet as de-
scribed above. GraphPad Prism soft-
ware was used to perform linear regres-
sion analysis on the mean of the raw
log fluorescence data from paired treat-
ed and control triplicates. It can be
shown that the vertical distance be-
tween the treated and control lines, in
the log linear phase of the reaction, is
the log of the fold difference between
the samples and that the gradient of the
lines represents the log of the efficiency
of the PCR (Figure 1). This method not
only allowed us to quickly determine
the log of the fold difference between
samples but also to statistically test that
the mean amplification efficiency of the
two sets of samples was identical (i.e.,
the lines were parallel), a condition that
must be met for any comparison to be
valid. GraphPad Prism performs this
analysis using the method described by
Zar (10). To determine the total assay
variability, the fold differences between
treated and control samples for prede-
termined paired triplicates were sub-
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Figure 1. Representative real-time amplification profile of two samples illustrating a 10-fold differ-
ence in starting template. The main figure shows fluorescence against cycle number (raw data). The
box indicates the log linear phase of the reaction, and the inset graph shows the log linear phase of the re-
action plotted as log fluorescence against cycle number. The two points indicated on the main figure (A1
and A2) are within the log linear phase of the reaction and separated by a fold difference of A1/A2 (10-
fold). The log of the fold difference is represented by the difference between the corresponding points
(A1′-A2′) on the inset figure (as shown by log (A1/A2) = log A1-log A2 = A1′-A2′). As a result, the fold
difference can be calculated from the expression 10(A1′-A2′) (10-fold).



tracted from each other and plotted
against the log dilution factor. As
above, sample statistics, power, and
sample size calculations were per-
formed using Minitab software. A
number of graphing/statistical pack-
ages will be capable of the manipula-
tions and statistical analyses described
above; however, the authors would be
happy to provide a template of the
GraphPad Prism spreadsheet used in
the current study.

RESULTS

Amplification Efficiency

Data analysis showed that in all ex-
periments the mean amplification effi-
ciency was 1.81, and there was no sig-
nificant difference in amplification
efficiency between any of the compar-
isons performed between treated and
control samples (P > 0.05 in all cases).

Intra-Assay Variability

Intra-assay analysis of crossing
point data using the method of Altman
and Bland (1) is shown in Figure 2A.
The mean difference between paired
observations was not significantly dif-
ferent from zero (P = 0.43), indicating
that the intra-assay variability was ran-
dom, as expected, and not systematic.
As there was no apparent difference in
variability at any dilution, these values
were pooled, and the sample statistics
were calculated (mean = 0.016, SD =
0.109, and n = 29). Application of this
data to a power statistic indicated that,
for a power of 0.8, triplicate measure-
ments would allow a 0.36 cycle differ-
ence in crossing point (corresponding
to a 23% difference when corrected for
the amplification efficiency) between
samples to be detected at a significance
level of 0.05.

Inter- (or Total) Assay Variability

Semi-quantitative analysis is based
on the precept that a treated sample is
expressed as a value relative to its con-
trol sample (3). This value may be ei-
ther a fold or percentage difference. For
the purposes of testing the inter- (or to-
tal) assay variability, we considered the

predetermined triplicate data from the
dilution series as treated samples and
the neat data as control samples. Conse-
quently, the mean difference between
predetermined treated and control trip-
licates was expressed as a fold differ-
ence in each of the two experiments.
The corresponding fold differences in
experiment 2 were then taken from
those in experiment 1 and plotted
against the log of the dilution factor, in
accordance with the analysis of Altman
and Bland (1), to demonstrate inter- (or
total) assay variability (Figure 2B).
Once again, the mean of these values
was not significantly different from
zero (P = 0.47, mean = 0.023, SD =
0.086, and n = 8). Again, there was no
apparent difference in variability at any

dilution and data was pooled and ap-
plied to a power calculation. It was
found that a mean difference of 52%
between treated and control conditions
can be determined with 0.05 confidence
using triplicates of treated and control
samples and an overall sample size of 4.
Furthermore, a sample size of 5 will al-
low discrimination of a 39% difference
at a significance level of 0.05.

Dynamic Range

The mean fold difference between
the predetermined treated and control
triplicates at each dilution series was
used to calculate the dilution factor.
The log of this calculated value was
plotted against the log of the actual
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Figure 2. Variability of semi-quantitative real-time PCR assay. (A) Graphical representation of intra-
assay variability as calculated using the method of Altman and Bland (1). Difference in crossing point be-
tween sample 1 and sample 2 of a predetermined duplicate are plotted against the dilution factor of the
samples. (B) Graphical representation of total assay variability when the mean difference between treated
and control triplicates from separate assays were compared using the method of Altman and Bland (1).
Fold differences between predetermined treated and control triplicates in two separate experiments were
subtracted from each other (experiment 1 - experiment 2) and plotted against the dilution factor. The dot-
ted lines indicate ±2 SD from the mean.



dilution to indicate the reliability of the
assay in estimating the input amount of
template (Figure 3). That the linear re-
gression through these points has a gra-
dient of 0.99 ± 0.01 (S E M) reinforces
the obvious precision of this assay at up
to a 4 log unit (10 000-fold) difference
between treated and control conditions.

DISCUSSION

This study has demonstrated the
high-resolution capabilities of a real-
time PCR machine in performing a
simple, adaptable, semi-quantitative as-
say. The data clearly shows that a 23%
difference between samples may be re-
liably detected, without the use of a
standard curve, if triplicates are em-
ployed. Furthermore, despite the small
number of observations, a sample size
of 4 is sufficient to allow detection of at
least a 50% (1.5-fold) difference in
PCR template quantity in an experi-
mental system. Semi-quantitative data
obtained from this assay is reliable over
at least four orders of magnitude. In an
experimental paradigm, this methodol-
ogy can easily be applied to the mea-
surement of a housekeeping gene, thus
allowing adjustment to be made for any
variation in the efficiency of mRNA ex-
traction and reverse transcription.

The presence of a PCR inhibitor or
differences in template quality between
samples may affect amplification effi-
ciency, which may produce different ef-
ficiencies between treated and control
samples. In such an instance, any quan-
titative or semi-quantitative comparison
between samples is invalidated. One of
the strengths of the method of data
analysis reported here is that it immedi-
ately alerts the investigator to a prob-
lem of this nature. In such an instance,
it is essential that an internal standard
and/or a validated housekeeping gene
be also assessed.

The levels of sensitivity reported
here compare favorably with the cur-
rent benchmark in gene expression
studies, competitive RT-PCR. In the lit-
erature, studies employing competitive
RT-PCR generally report assay vari-
ability by quoting the coefficient of
variation (CV% = (SD/mean) × 100).
The CV of the assay reported here was
2.5% (total assay variability), which
compares favorably with previously re-
ported values for competitive RT-PCR
ranging from 6.6% to 38.2% (4,8). Re-
cently, investigators developing a semi-
quantitative real-time PCR assay using
SYBR Green I and an external standard
curve reported a standard deviation (re-
ferred to as the “inter-assay variabili-
ty”) for their measured values of less
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Figure 3. LightCycler output and inset graphical representation to show the linearity of the assay
over four orders of magnitude. The main figure shows the output from the LightCycler (log fluores-
cence against cycle number) indicating the crossing point of triplicates from a 10-fold dilution series. The
inset figure represents the calculated log dilution factor (obtained from comparing each dilution tripli-
cate to the neat sample and calculating the dilution factor) against the actual dilution factor. The line rep-
resents a linear regression through the mean of the four points at each dilution.



than 0.06 log units (2). The equivalent
value for the assay reported here was
found to be 0.058 log units, which is
unsurprising given that an identical ma-
chine and detection method were em-
ployed in both assays.

In the present study, the dynamic
range of the assay was tested over four
orders of magnitude; however, the
LightCycler instrument has previously
been shown to linearly amplify target
template over 7–8 orders of magnitude
(2,6,9). Investigators reported that lin-
ear amplification was obtainable from a
maximum of 10–20 ng target tem-
plate/5 µL reaction volume down to
102 copies of target template (9). Fur-
thermore, it has been reported that there
is no difference in the variability of the
calculated target template concentra-
tion from 107 to 103 copies (2), as was
found in the present study. The maxi-
mum template amount used in the pre-
sent study (5 pg/20 µL reaction) was
the equivalent of 1.25 pg/5 µL reaction
volume, suggesting that the present as-
say should remain linear for another
three to four orders of magnitude, were
target template concentration to be in-
creased. In addition, the minimum
amount of target template used (0.5 fg)
was calculated to represent 2.67 × 103

copies of template, also suggesting that
the assay should remain linear for an-
other order of magnitude, were target
template concentration to be decreased.
Amounts of target template less than
102 copies would be expected to pro-
duce increased variability. As a result,
we conclude that the resolution and lin-
earity of this assay should hold over
eight orders of magnitude.

The findings of the current study sug-
gest that the semi-quantitative real-time
PCR assay described in this report is at
least as sensitive as any other previously
reported RT-PCR-based assay. Further-
more, this assay can be conducted rela-
tively cheaply and without the use of any
external or internal standards.
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